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Laboratory measurements of NO2 absorption were obtained in the visible (400-700 nm) and mid-infrared
(3.4 µm) regions simultaneously using SCISAT-1’s ACE-FTS (atmospheric chemistry experiment-Fourier
transform spectrometer) and MAESTRO (measurement of aerosol extinction in the stratosphere and troposphere
retrieved by occultation) spectrometers. An intercomparison of these measurements was used to verify the
consistency between the HITRAN 2004 3.4-µm band strengths and the strengths of three different visible
cross section data sets. These measurements should be of interest to the remote-sensing community, since
NO2 measurements obtained by infrared-range instruments are often compared to those obtained by visiblerange instruments without accurate knowledge of the consistency between the visible and infrared absorption
coefficients. Two significant results were obtained in this study: (1) A 0.5% agreement was found between
the HITRAN 2004 line strengths and the Vandaele et al. (Vandaele, A. C.; Hermans, C.; Fally, S.; Carleer,
M.; Colin, R.; Mérienne, M.-F.; Jenouvrier, A.; Coquart, B. J. Geophys. Res. 2002, 107 (D18), 4348)
temperature-corrected cross sections, and (2) the mean pressure-broadened half-width of NO2 by NO in the
3.4-µm band was measured as being 0.096 ( 0.001 cm-1 atm-1. The latter finding is thought to be unreported
by the literature.

1. Introduction
Nitrogen dioxide is an important atmospheric compound
because of its link to ozone destruction in the stratosphere and
its role as a tropospheric pollutant. Accurate remote-sounding
measurements of NO2 and other atmospheric species are
dependent on the certainty to which their spectral line strengths
are known. A recent study by Orphal1 compared the integrated
NO2 absorption cross sections between 400 and 500 nm for 14
data sets: an average deviation from the mean of (1.9% was
found. To determine which of these data sets agrees best with
currently accepted infrared line parameters, we compared
simultaneously measured visible (400-700 nm) and infrared
(3.4 µm) band absorption spectra. These measurements were
taken during the preflight testing of the SCISAT-1 spectrometer
instruments, ACE-FTS (atmospheric chemistry experimentFourier transform spectrometer), and MAESTRO (measurement
of aerosol extinction in the stratosphere and troposphere
retrieved by occultation).2 Such measurements are challenging
and rarely performed, because of the requirement for a stable,
wide-spectral-range source spanning the visible and the midinfrared and the necessity of using two separate spectrometers
to cover this range.
NO2 amounts, obtained by fitting the 3.4-µm band ACE-FTS
measurements using HITRAN 2004 spectral parameters,3 were
compared with simultaneously measured amounts obtained by
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MAESTRO. The MAESTRO amounts were derived by fitting
the measured spectra using three of the visible cross section
data sets examined by Orphal. The Vandaele et al. (1996) data
set,4 obtained using a Fourier transform spectrometer with a
resolution of 0.02 cm-1, was chosen because its integrated cross
section is closest to the average determined by Orphal (the
difference is less than 0.5%). The data set reported by Vandaele
et al. in 2002,5 whose integrated cross section is 2% lower than
Orphal’s average, was chosen because of its high spectral
resolution (0.1 cm-1) and because it contains measurements
obtained for a variety of temperature and pressure conditions
(220-294 K and 0.001-101.3 kPa, respectively). Optimal cross
sections could therefore be calculated to match the temperature
of our gas cell. The third data set studied was obtained by
Burrows et al. in 1998 using the GOME spectrometer.6 It has
a resolution of about 0.3 nm and was obtained for temperatures
between 202 and 293 K. Its integrated cross section between
400 and 500 nm is 3.8% lower than Orphal’s average. No
particular value was seen in fitting the MAESTRO spectra using
all the data sets studied by Orphal, since he had already
measured how their integrated cross section strengths differ with
respect to each other.
2. Experimental Section
The SCISAT-1 satellite was successfully launched on August
12, 2003. Its two instruments, ACE-FTS and MAESTRO, were
designed to measure atmospheric extinction spectra during solar
occultation events to retrieve vertical profiles of O3, NO2, and
other species relevant to dynamical and chemical processes
associated with ozone. The ACE-FTS spectrometer consists of
a Michelson interferometer with InSb and HgCdTe (MCT)
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detectors. It has a spectral range of 750-4400 cm-1 and a
resolution of 0.02 cm-1. MAESTRO contains two holographicgrating spectrometers with 1024-pixel detector arrays. The first,
labeled “UV”, operates between 270 and 570 nm with a
resolution of approximately 1.5 nm, while the second, labeled
“vis”, has a spectral range of 525-1040 nm and a resolution
of approximately 2.5 nm.
For the prelaunch instrument characterization at the University
of Toronto Instrument Characterization Facility (ICF) in February and March 2003, the two instruments were mounted in a
vacuum chamber on a replica of the SCISAT-1 base plate. A
solar simulator source was constructed which enabled simultaneous gas absorption measurements with both instruments. It
consisted of a 1000 W quartz halogen lamp and a 3000 K
blackbody source, whose beams were merged into a common
field of view by using a germanium beam splitter. This apparatus
has been described in more detail in a previous paper.7 Light
from the solar simulator entered the vacuum chamber through
a BaF2 window. A 20-cm-long gas stainless steel gas cell with
wedged BaF2 windows was positioned between the solar
simulator source and the vacuum chamber. It was filled by
evaporating gas out of a cylinder of pure liquid NO2 (exact
purity unknown) obtained from the Meteorological Service of
Canada. Following each full-cell measurement, the cell was
removed, evacuated, and then repositioned for an empty-cell
measurement. The photodissociation of NO2 into NO was
observed and characterized by measuring the decrease in NO2
amount and the increase in NO amount as a function of time.
NO amounts were obtained by fitting fundamental band (17002000 cm-1) spectra measured by ACE-FTS using HITRAN
2004 line data. A significant amount of N2O4 was present in
the cell because of the high concentration of NO2. Since N2O4
can cause interference in the NO2 spectum at wavelengths below
450 nm, the amount of N2O4 as a function of time was
determined from ACE-FTS measurements by using the temperature-dependent integrated υ11 band intensities reported by
Hurtmans et al.8 The effect of N2O4 absorption in the MAESTRO spectral range could then be determined using published
N2O4 visible cross sections.
3. Spectral Fitting
The amount of NO2 in the cell was obtained by iterative leastsquares fitting of measured full-cell spectra with modeled fullcell spectra. The modeled full-cell spectra were obtained by
using published spectral line data, best-guess absorber amount
and optical frequency dispersion parameters, and measured gas
cell temperature and instrument line shapes to generate effective
transmission spectra. The effective transmissions were then
converted to modeled full-cell spectra by multiplication with
reference-measured empty-cell spectra. For ACE-FTS, the
modeled spectra were generated at a wavenumber grid resolution
of 0.001 cm-1 by using the GENSPECT line-by-line spectral
toolbox.9 For MAESTRO, the modeled transmissions were
calculated using Beer’s Law with published cross section data.
The calculation was done on a wavelength grid corresponding
to the smallest wavelength interval in the cross-sectional data
set. The spectral resolution of the two Vandaele et al. data sets
are unnecessarily fine, however, so the data was decimated to
a coarser scale by a factor of 20. A more detailed description
of the fitting procedure has been published in a previous paper.7
An alternate fitting technique, equivalent in principle to
differential optical absorption spectroscopy (DOAS),10 was
developed to fit the infrared NO2 spectra. Our objective was to
see if we could eliminate the need for reference empty-cell
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spectra measurements when fitting the ACE-FTS NO2 spectra.
The high-frequency spectral content of the NO2 absorption lines
was separated from the low-frequency content of the baseline
solar simulator spectrum by multiplying the fast Fourier
transform (FFT) of the full-cell spectra with a modified step
function at 2.75 cm-1. The step function was rounded by using
a sine function to minimize Gibb’s modulation. Low-pass
spectra were then obtained by performing an inverse FFT of
the low-pass FFT. The ratio of the measured full-cell spectra
divided by its low-pass component was then fitted with the ratio
of the modeled effective transmission divided by its low-pass
component, using the same least-squares fitting algorithm used
for the “regular” fitting method.
Both fitting methods yielded similar NO2 amounts (within
1%), demonstrating that the FFT-filtering technique is a valid
analysis method. However, good discrimination between the
frequency content of the spectral lines and the baseline is
required to obtain accurate results with this technique. When it
was used to fit 4.8-µm band O3 measurements obtained with
the same apparatus, the lower frequency content of the O3
spectral lines in comparison with the NO2 lines resulted in poor
fitting residuals.
4. Results
The intercomparison of NO2 amounts obtained by MAESTRO
and ACE-FTS for a gas cell filled with 10 Torr of undiluted
NO2 is presented here. Measurements were also taken with the
gas cell filled to other pressures and mixes of NO2 with air, but
these were not analyzed in depth because of excessive baseline
drifts. “Baseline drift” is caused by irregular changes in the solar
simulator illumination signal recorded by the two spectrometers,
occurring on the time scale of hours. These drifts, resulting from
thermal etaloning drifts for MAESTRO and detector ice buildup
for ACE-FTS, were examined by looking at changes in signal
intensity between full-cell and reference empty-cell measurements in regions with no absorption lines. The baseline drift
for the 10 Torr undiluted NO2 data set was quite small, less
than 0.01% of the signal intensity in the MAESTRO region.
This is comparable to the magnitude of the short time scale
baseline jumps caused by chaotic thermal fluctuations of the
solar simulator sources. For the other data sets, baseline drift
biases of about 0.05% of the signal magnitude were measured,
which would result in significant errors in fitted NO2 amounts.
For the 10 Torr undiluted NO2 data set, a set of full-cell
measurements was followed by a set of empty-cell measurements 1 h later. In each 11-min-long set, MAESTRO measured
170 spectra co-added in 34 groups of 5, while ACE-FTS
measured 300 spectra co-added in 15 groups of 20. The ACEFTS and MAESTRO empty-cell measurements were averaged
to generate baseline reference spectra. A typical ACE-FTS fullcell spectrum is shown in Figure 1, with the least-squares fit
residual shown on the bottom. Figures 2 and 3 show typical
full-cell spectra recorded by MAESTRO’s UV and vis spectrometers, respectively, with the reference empty-cell spectra
on top. Fitting residuals from the best fit obtained using
Vandaele et al. (2002) cross sections adjusted to the measured
gas cell temperature of 303 K are shown on the bottom. The
small oscillations in the residuals are thought to be mostly due
to uncertainties in the change in the instrument line shape with
wavelength. These oscillations are larger for the UV spectrometer (Figure 2) than the vis spectrometer (Figure 3) because of
increased line shape uncertainty. While three laser wavelengths
were used to probe the variation of line shape with wavelength
in the vis range, only one line at 532 nm, near the edge of the
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Figure 1. Typical ACE-FTS full-cell NO2 absorption spectrum for
the 10 Torr data set. The residual from the best fit using HITRAN
2004 data is shown on the bottom.
Figure 4. Intercomparison of fitted NO2 amounts as function of time.
ACE-FTS amounts were obtained using HITRAN 2004 data. MAESTRO amounts were obtained using Vandaele et al. temperaturedependent cross sections (2002) at 303 K. ACE-FTS results using both
the standard and FFT-filtered fitting methods are shown by triangles
and diamonds, respectively. MAESTRO results using both the UV and
vis spectrometers are shown by squares and circles, respectively. The
errors bars represent the estimated experimental uncertainties, as shown
in Table 2. These uncertainties do not include errors in cross-sectional
and line data.

TABLE 1: Mean NO2 Amounts Obtained with ACE-FTS
and MAESTRO
percent difference
relative to ACE-FTS
mean fit amount
mean fit amount
(1018 molec cm-2) (regular fit method)

Figure 2. Typical MAESTRO full-cell (middle curve) and emptycell (top curve) NO2 spectra measured by the UV spectrometer for the
10 Torr data set. The residual from the best fit using the Vandaele et
al. (2002) data set at a temperature of 303 K, multiplied by 10×, is
shown on the bottom.

Figure 3. Typical MAESTRO full-cell (middle curve) and emptycell (top curve) NO2 spectra measured by the vis spectrometer for the
10 Torr data set. The residual from the best fit using the Vandaele et
al. (2002) data set at a temperature of 303 K, multiplied by 10×, is
shown on the bottom.

spectral range, was available for the UV spectrometer. Fitting
residuals obtained when using this line shape show it was clearly
too narrow for the rest of the spectral range, and therefore a
best-fit line shape width scaling parameter of 1.6 was obtained
to minimize the least-squares fit of the UV spectra. Since the

regular fit method
baseline-filtering fit method
Burrows et al. (1998) UV
Burrows et al. (1998) vis
Vandaele et al. (1996) UV
Vandaele et al. (1996) vis
Vandaele et al. (2002) UV
Vandaele et al. (2002) vis

ACE-FTS
3.806 ( 0.018
3.825 ( 0.025
MAESTRO
3.8739 ( 0.0054
3.900 ( 0.013
3.8272 ( 0.0054
3.884 ( 0.013
3.7875 ( 0.0054
3.8033 ( 0.013

0%
0.50%
1.79%
2.46%
0.56%
2.05%
-0.48%
-0.07%

true line shape width changes with wavelength, oscillations in
the fitting residual are seen.
The intercomparison of NO2 amounts measured by MAESTRO and ACE-FTS during the 11-min period is shown in
Figure 4. MAESTRO amounts obtained using both the UV and
vis spectrometers with the Vandaele et al. (2002) temperatureadjusted cross sections are shown. For ACE-FTS, amounts fitted
using the regular fit method and the FFT-filtered fit method
are shown. The graph suggests a good agreement, within 0.5%,
between the strengths of the Vandaele et al. (2002) cross sections
and the HITRAN 2004 3.4-µm band strengths. Larger discrepancies were seen when using the Vandaele et al. (1996) and
the Burrows et al. cross sections, as shown in Table 1. A bias
of approximately 0.5% was measured between the ACE-FTS
amounts obtained using the two fit methods. Since this is smaller
than the measurement uncertainty, the FFT-filtering method
seems to produce accurate results. There is also a bias of
approximately 0.4% between MAESTRO amounts measured
with the UV and vis spectrometers. Interestingly, a different
UV-vis bias, 1.5%, is obtained when using the Vandaele et al.
(1996) cross sections instead, which suggests that the biases
are inherent in the published data. The interference by N2O4 in
the visible was modeled using the cross-sectional data of Bass
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TABLE 2: Uncertainty Sources for MAESTRO and ACE-FTS Fitted NO2 Amounts
uncertainty source

MAESTRO UV

MAESTRO vis

ACE-FTS regular method

ACE-FTS FFT-filtered method

baseline fluctuations
wavelength dispersion
gas cell temperature
instrument line shape
foreign-broadened half-widths
total

0.08%
0.10%
0.04%
0.05%

0.28%
0.016%
0.07%
0.16%

0.38%
0.01%
0.15%

0.61%
0.01%
0.08%

0.14%

0.33%

0.21%
0.46%

0.21%
0.65%

et al.11 and Harwood and Jones,12 combined with the N2O4
pressure measured using the infrared υ11 band. Because of the
small magnitude of the modeled N2O4 absorption above the peak
(∼1% at 430 nm using the Harwood and Jones 253 K data),
the impact of N2O4 interference on NO2 amounts obtained by
spectral fitting at wavelengths greater than 400 nm should be
negligible.
The infrared NO2 spectra are much more sensitive to pressurebroadening effects than the visible spectra. The pressurebroadened line widths modeled using HITRAN 2004 half-width
parameters were obviously narrower than the ACE-FTS measurements. The missing broadening was thought to be due to
the presence of NO and N2O4 in the cell, for which HITRAN
2004 does not provide pressure-broadening parameters. Assuming no other impurities of significance in the cell, and using
the mean foreign-broadening half-width of NO2 by N2O4 as
reported by Dana et al.13 with the mean measured partial
pressures of NO and N2O4 (660 ( 4 Pa and 20 ( 4 Pa,
respectively), an estimate of the foreign broadening width of
NO2 by NO was derived. The calculated value of 0.096 ( 0.001
cm-1 atm-1 is very close to the mean NO2 self-broadening halfwidth reported by Dana et al., 0.0935 ( 0.0093 cm-1 atm-1,
and is higher than their reported air-broadening widths, which
vary between 0.06 and 0.08 cm-1 atm-1.
5. Uncertainty Analysis
The effects of several independent sources of uncertainty were
combined to determine the uncertainty in the NO2 amounts
measured by ACE-FTS and MAESTRO. For MAESTRO, the
effects of uncertainty in gas cell temperature, baseline stability,
wavelength dispersion parameters, and instrument line shape
on the fitted NO2 amounts were estimated. The effect of
temperature uncertainty on fitted amounts was calculated by
considering the influence of temperature on cross sections as
modeled by Vandaele et al. (2002), combined with the estimated
uncertainty in the measured gas cell temperature, (1 K. Analysis
of the empty-cell spectra showed the presence of short time
scale (∼1 s) baseline jumps, thought to be caused by chaotic
thermal fluctuations of the solar simulator source. To estimate
the uncertainty due to these fluctuations, the standard deviation
of the difference between individual NO2 amounts and the
second-order polynomial fit of the amount decrease as function
of time was calculated. The instrument line shape uncertainty
was estimated by measuring the slight changes in the line shape
obtained using lasers of different wavelengths. As shown in
Table 2, the effect of these error sources on the fitted amounts
is different for spectra measured with the UV and vis spectrometers, with the UV showing the smaller total uncertainty.
Similar calculations were undertaken to determine the effect
of these error sources on ACE-FTS fitted amounts. One major
difference is the inclusion of uncertainty in the magnitude of
the pressure broadening because of NO and N2O4 in the cell.
This uncertainty was estimated by calculating the standard
deviation of the foreign-broadened half-widths fitted for each
spectrum in the full-cell set. The uncertainty in fitted NO2

amounts obtained by the two ACE-FTS fitting methods is shown
alongside the MAESTRO uncertainties in Table 2.
6. Conclusions
The intercomparison of simultaneously obtained NO2 absorption spectra in the visible (400-700 nm) and infrared (3.4 µm)
spectral regions was performed. Results show a good agreement,
within 0.5%, between the 3.4-µm region strengths reported in
HITRAN 2004 and the strengths of the temperature-dependent
visible cross sections reported by Vandaele et al. (2002). It must
be cautioned that this study is a comparison of relative strengths
and makes no claim regarding the absolute accuracies of these
datasets. The only other NO2 visible-infrared intercomparison
study known to the authors was performed by Flaud and
Orphal.14 They compared the infrared absorption by NO2 in the
3.4-µm region using a difference-frequency laser source with
absorption in the 360-440 nm region using a Hg lamp source.
A difference of about 5% between Orphal’s recommended
ultraviolet-visible cross sections and the ν1 + ν3 band that
makes up the majority of the 3.4-µm region absorption lines
was reported.
In addition to the infrared-visible intercomparison, the mean
pressure broadening half-width of NO2 by NO in the 3.4-µm
band was determined as being 0.096 ( 0.001 cm-1 atm-1. This
measurement is thought to be unreported in the literature. The
alternate DOAS-related fitting technique which was used to fit
ACE-FTS NO2 spectra without need of a reference empty-cell
measurement yielded NO2 amounts close to those obtained using
the regular method (0.5% mean difference). This method could
prove useful for future infrared absorption measurements where
no background reference measurements are available and the
frequency content of the spectral lines is sufficiently separated
from that of the background.
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